The effect of motion on pulse oximetry and its clinical significance.
Pulse oximetry is an important diagnostic and patient monitoring tool. However, motion can induce considerable error into pulse oximetry accuracy, resulting in loss of data, inaccurate readings, and false alarms. We will discuss how motion artifact affects pulse oximetry accuracy, the clinical consequences of motion artifact, and the methods used by various technologies to minimize the impact of the motion noise.